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What is Statistical Process Control (SPC)?

No definition of quality - SPC describes ñqualityò as inversely proportional to 

variance

ÅSpecial cause vs. chance cause variation

Å1st implemented in Japan post WWII 

ÅRevived in USA by the automotive industry in the 1980ôs

ÅSales, marketing, finance, clinical diagnostics

Walter Shewhart

(1891-1967)

A powerful collection of tools used in achieving process stability and improving 

capability through the identification and reduction of assignable causes of 

variation 



LC MS/MS is a Process

Performance Metrics

ID Metrics (from a standard)

- Total number of PSMs

- Total number of peptide IDs

- Total number of protein IDs

Peptide ID-free metrics

- Retention time

- Fwhm

- Peak asymmetry

- Peptide abundance

- Mass measurement 

accuracy

uncontrollable

Temperature

Humidity 

Peptide stability

Electronics

Autosampler
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A process is everything required to turn an input(s) into the desired output



Shewhart Control Charts
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Primary tool in SPC ïused for monitoring process output

Shewhart, W.A. J. Frankl. Inst. 226, 163, 1938



Pareto Analysis
80/20 Principle - Identifies the most significant problems ïvital few
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Pareto Chart

Juran, J.M., Quality Control Handbook 1974



How Does One Monitor Performance in LC MS/MS

1. Run a standard before each analysis or at the beginning of each day

ééééééééééé

2. Run a standard systematically throughout a study

ééééééééééé

éééééééé..ééé

Reference set n=3é.10

3. Run a reference set 

QC std

Samples

QC stdQC std

QC stds QC std



Scan Cycle for Quality Control Standards

MS1 MS2 MS2 MS2 MS2 MS2 MS2

Targeted MS/MS

Time (min)

Full MS1 Scan

10 40



Targeted MS/MS
Monitor several peptides across the gradient

1. RT reproducibility

2. Peak asymmetry

3. FWHM

4. Peptide abundance

5. Mass measurement accuracyMS related

LC related

10 20 30 40
Time (min)
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Motivation for Tool Development

1. Quantitative method to assess instrument performance

2. Visual tools

3. Methods for process monitoring

4. Versatile (SRM, MS1, Targeted MS/MS, high RP, low RP, and vendor neutral)

5. Easy and fast!
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ñgoodò ñbadò

K.AEFVEVTK.L K.AEFVEVTK.L



Statistical Process Control in Proteomics (SProCoP)

Implemented as an external tool (App store) in Skyline

Bereman, MS et. al., JASMS 25(4)  581. 2014



Using SProCoP

Step 1 - Import QC standards

Targeted peptides



Step 2 ïDefining Output

User can specify number of 

runs (i.e., Reference Set)  

Default = 3

MMA in ppm

(only for high RP instruments)

Saves individual charts



Simple ïYet Powerful Charts to Assess 

Performance
1. Control Chart Matrix

2. Pareto Chart

3. Box Plot of MMA


